A Adapta ADDR01 pacemaker was implanted in a 67-year-old female patient due to intermittent complete atrioventricular (AV) block. Appropriate pacemaker operation was detected at regular follow-ups: atrial/ ventricular threshold 0.5/1 V, P/R amplitude 2.8/ 22 mV, lower rate 45 bpm, upper track 140 bpm. Later follow-ups detected pacemaker dependency due to the progression of AV conduction disturbance. Three years after implantation, frequent paroxysmal tachycardias occurred. Holter monitoring recorded the arrhythmia causing the symptoms (Fig. 1) .
